NOQTES:

1. EACM PUMPOUT PORT LOCATION HAS BOTH POVER &
CONTROL PLUG-IN CONNECTIONS.

2. ALL VACUUM GAUGES TO BE BAKED OUT AT 250 C
DURING PUMPDOWN, USING A REMOVABLE BLANKET TYPE
HEATER. ALL VACUUM SECTIONS SHALL ALSD BE BAKED
OUT AT 150 C DURING PUMPDOWN USING A REMOVABLE
BLANKET TYPE HEATER. SEE DWG V049-0-043 FOR
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4. SEE TABLE 1| FOR INSTRUMENT TAG NUMBERS AND
| CHAMBER | CONTROL | VACUUM LINE ) PIPING LINE NUMBERS. .
WBSCL m 4°-PV-196-T3
VBSCI 131 |4-Pv-197-T3
LBSC1 6l |4*-PV-670-T3
LBSC3 63 |4-PV-671-T3
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