
10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH776 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH777 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH778 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH779 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH780 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH781 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH782 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH783 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH784 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

15
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−30

−20

−10

0

10

20

30

40

50

Huddle Test Transfer Function
GS−13 SN LH785 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

01
−

M
ar

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH786 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH787 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH788 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

15
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH789 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

20
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−30

−20

−10

0

10

20

30

40

50

Huddle Test Transfer Function
GS−13 SN LH790 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

01
−

M
ar

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH791 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

20
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH792 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH793 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH794 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH795 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH796 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH797 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

Measurement
Model

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

20
−

A
pr

−
20

10



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH798 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH799 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

20
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH800 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH801 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH802 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH803 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

20
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH804 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH805 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

20
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH806 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

20
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH807 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

20
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH808 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model



10
−1

10
0

10
1

−20

−10

0

10

20

30

40

50

60

Huddle Test Transfer Function
GS−13 SN LH809 / STS SN 109826

Frequency (Hz)

M
ag

ni
tu

de
 (

dB
)

 

 

10
−1

10
0

10
1

−180

−135

−90

−45

0

45

90

135

180

Frequency (Hz)

P
ha

se
 (

D
eg

)

cr
ea

te
d 

by
 g

s1
3q

at
es

t o
n 

19
−

A
pr

−
20

10

Measurement
Model


	LH776_PM_HuddleTF
	LH777_PM_HuddleTF
	LH778_PM_HuddleTF
	LH779_PM_HuddleTF
	LH780_PM_HuddleTF
	LH781_PM_HuddleTF
	LH782_PM_HuddleTF
	LH783_PM_HuddleTF
	LH784_PM_HuddleTF
	LH785_PM_HuddleTF
	LH786_PM_HuddleTF
	LH787_PM_HuddleTF
	LH788_PM_HuddleTF
	LH789_PM_HuddleTF
	LH790_PM_HuddleTF
	LH791_PM_HuddleTF
	LH792_PM_HuddleTF
	LH793_PM_HuddleTF
	LH794_PM_HuddleTF
	LH795_PM_HuddleTF
	LH796_PM_HuddleTF
	LH797_PM_HuddleTF
	LH798_PM_HuddleTF
	LH799_PM_HuddleTF
	LH800_PM_HuddleTF
	LH801_PM_HuddleTF
	LH802_PM_HuddleTF
	LH803_PM_HuddleTF
	LH804_PM_HuddleTF
	LH805_PM_HuddleTF
	LH806_PM_HuddleTF
	LH807_PM_HuddleTF
	LH808_PM_HuddleTF
	LH809_PM_HuddleTF

