
2020–02-20

Sensing Function behaves like 
2020-01-03 Model

C01 Data Release
Chunk 1: uses 2020-01-03 Model

2019-11-01

2019-11-12

2019–11-27

Sensing like 2020-01-03 Model

2020–03-27

C01 Data Release Chunk 2: 
uses 2020-01-03 Model

H1 “O3B” Calibration Time Table For C01

2020–01-13
2020–03-16

GDS C00 data uses 2019-09-09 model GDS C00 data uses 2019-01-03 model

UIM LP On

UIM LP Off

Power 36W
Pcal Sys. Error 
Removed

DCPD Whitening 
Reduced

FE Model 
Update
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Actuation Function behaves 
like 2020-01-03 Model

Sensing Changes, 
but no new model

2019–12-03

Actuation Function behaves like 2020-01-03 
Model

2019–12-10
Power Fixed, 
back to 38W

Changes covered 
by TDCFs

Changes 
negligible

2020–01-14
Chunk 1 EndPower 38W

C01 Uncertainty Chunk 1
(no need for differentiating periods)

Changes 
covered 

by 
TDCFs

DARM Offset Briefly at 
14pm

Chunk 2
Period c

TST Stage changes, but no new 
model

2020–02-11
ESD 
Cnxn to 
chamber 
changed

2a Chunk 2
Period b


